Deep brain stimulation (DBS), which involves insertion of an electrode to deliver stimulation to a localized brain region, is an established therapy for movement disorders and is being applied to a growing number of disorders. Computational modeling has been successfully used to predict the clinical effects of DBS; however, there is a need for novel modeling techniques to keep pace with the growing complexity of DBS devices. These models also need to generate predictions quickly and accurately. The goal of this project is to develop an image processing pipeline to incorporate structural magnetic resonance imaging (MRI) and diffusion weighted imaging (DWI) into an interactive, patient specific model to simulate the effects of DBS. A virtual DBS lead can be placed inside of the patient model, along with active contacts and stimulation settings, where changes in lead position or orientation generate a new finite element mesh and solution of the bioelectric field problem in near realtime, a timespan of approximately 10 seconds. This system also enables the simulation of multiple leads in close proximity to allow for current steering by varying anodes and cathodes on different leads. The techniques presented in this paper reduce the burden of generating and using computational models while providing meaningful feedback about the effects of electrode position, electrode design, and stimulation configurations to researchers or clinicians who may not be modeling experts.
Introduction
Deep brain stimulation (DBS) is an established therapy for movement disorders such as essential tremor 1 and Parkinson's disease 2 . This therapy is also being investigated as a potential treatment for a growing number of disorders including traumatic brain injury 3 , Tourette's syndrome 4 , and depression 5 . DBS systems require surgical implantation of an electrode lead to deliver stimulation in a localized brain region to modulate ongoing neural activity 6 . The location of the electrodes and the stimulation parameters both have an effect on modulating neuronal circuits that provide therapeutic benefit. Small variations in location can affect the therapeutic window, possibly increasing the likelihood of adverse sideeffects before therapeutic benefit is achieved 7, 8, 9 . In practice, it is often difficult to predict the effects stimulation will have on neural activity; consequently, this window of therapeutic benefit is identified on a patient-by-patient basis as the stimulation device is programmed by the clinician 8, 9 . This process is becoming more complex as new generations of DBS devices become available. For example, novel lead designs are being introduced with more contacts 10, 11, 12 , and in some cases multiple leads are being implanted in close proximity to one another 13 . Hence, there is a need to be able to explore and predict the effects of DBS across a large and growing parameter space.
Computational modeling and analysis can be used to predict the physiological and clinical effects of DBS on a patient-specific basis. These models use finite element modeling (FEM) to build three dimensional representations of the brain tissue and the biophysical characteristics of the implanted electrode. FEM bioelectric field models have been successfully used to predict the effects of DBS Our goal is to present new techniques for building patient-specific models that take advantage of the speed obtained in generalized models and automating many of the pipeline steps to create an interactive modeling environment that provides near real-time visual feedback about the effects of DBS. An interactive simulation allows a user to test predictions and obtain results quickly without focusing on details of model construction. This is beneficial when there is a large parameter space to explore and how these parameters influence the simulation are uncertain. We will describe the steps in the processing pipeline to generate interactive, patient-specific FEM models from magnetic resonance imaging (MRI) acquisitions. Utilizing the tools and techniques outlined in this paper will reduce the time cost for creating FEM bioelectric field models and provide a way to make these models accessible to researchers and clinicians who are not modeling experts.
This protocol describes how to build a patient-specific finite element model from acquired MRI volumes, and then simulate the electric field induced by a DBS electrode. The main steps in the creation of these models are to: 1) build a finite element model (FEM) representing the patient's brain and the implanted electrode, 2) add biophysical properties of the brain and stimulation parameters of the DBS device to the FEM, and 3) solve for the voltage generated by the electrode in the model. Two imaging modalities are needed to build a patient specific model for DBS simulation. A T1 MRI is used to construct segmentations of the brain surface, ventricles, and specific nuclei. Diffusion weighted imaging (DWI), a measure of water diffusivity, is used to estimate diffusion tensors throughout the brain tissue 15 . The diffusion tensors are converted into conductivity tensors which quantify the inhomogeneous, anisotropic biophysical properties of the tissue on a voxel by voxel basis 16 . The voltage distribution throughout the brain induced by the electrode is computed by solving the Poisson equation, which through the application of FEM simplifies to a linear system of equations Ax = b where A is a stiffness matrix that represents the conductivity and geometry of the mesh, x is the voltage solution at each node in the mesh, and b is modified based upon boundary conditions and current sources. . It is assumed that a DWI acquisition has been performed and is available as a stack of DICOM files. NOTE: A good command line tool to perform this reconstruction is the FMRIB Software Library (FSL) 19 . FSL was used in this protocol to perform echo-planar, motion, and eddy current distortion correction prior to reconstruction. The DWI data used in this analysis is a series of DICOM files for 41 different diffusion-sensitizing gradient directions. 2. Use the DWIConverter module in Slicer to reconstruct the 41 separate acquisitions into a single volume. Specify the Input Dicom Data Directory where the DWI data is located. Select the DicomToNrrd radio button and provide the name of the output DWI volume. 3. Create a Tensor mask with the Diffusion Weighted Volume Masking module to eliminate background noise from the DTI estimation.
Protocol

Image Processing
Leave the threshold parameter at the default of 0.5. 4. Convert this single DWI volume to a Diffusion Tensor (DTI) volume with the DWI to DTI Estimation using the mask created in the previous step as the Diffusion Tensor Mask. Set the estimation parameters to Least Squares and make sure the Shift Negative Eigenvalues option is checked. 5. Save the newly created DTI volume in NRRD format.
Finite Element Model Generation
1. SCIRun 1. Download and install SCIRun version 5 (http://www.sci.utah.edu/software/scirun.html). SCIRun is a problem-solving environment for modeling, simulation, and visualization of scientific problems. This is the computational workbench used to create, solve, and interact with the model developed in this project. NOTE: SCIRun networks are built by connecting sequences of individual modules that perform specific tasks. Passing data through a network made of simple modules allows for more complex processing and simulation.
2. Building the Electrode Geometry NOTE: The electrode modeled in this project is a Medtronic 3387 DBS lead 20 . It is a cylindrical lead with four contacts 1.5 mm in height, 1.27 mm in diameter, and spaced 1.5 mm apart. Non-conductive material separates the four contacts.
1. Create a closed surface mesh for each component in the DBS lead matching the listed dimensions. Create the entire lead by using two primitive geometries, cylinders and spheres. NOTE: The lead geometry can be created in a variety of 3D modeling programs.
Interactive Electrode Placement NOTE:
The goal of this step is to enable easy movement of the electrode anywhere inside of the brain and have the system automatically update with a new mesh and simulation. 1. Use two cascading CreateGeometricTransform modules to rotate the electrode in the X and Y plane. Click on Rotate and set first module to 1.00 on Axis Y and the second to 1.00 on Axis X. The rotation angle is set with the bottom slider, Rotate Theta (degrees). 2. Connect a TransformMeshWithTransform module for every transform and object that needs to be transformed. 3. Create a GenerateSinglePointProbeFromField module and connect its geometry port to the ViewScene module. Move the sphere around in the ViewScene window by holding the shift key and left-clicking. The point probe module updates the sphere's location upon release. NOTE: This location is used to determine the translation transform applied to the electrode geometry. 4. Use a TransformMeshWithTransform module to translate each part of the electrode geometry with the point probe location. 5. Apply the two rotation transforms and the translation from the point probe widget to every object except the brain surface.
NOTE: All three of these transformations should be performed on each object before it is piped into the InterfaceWithTetGen module so the meshing algorithm knows to mesh the electrode geometry inside of the brain at the new location and orientation. Each time the electrode is moved within the brain a new mesh will be built.
Bioelectric Field Calculation
1. Setting Conductivity Parameters 1. Load the DTI volume created in Step 1 and set the data onto the tetrahedral mesh output from InterfaceWithTetGen created in Step 2 using MapFieldDataFromSourceToDestination with the linear('weighted') option. NOTE: Any anisotropic conductivity estimation can be implemented in this step. 2. Set the shaft region conductivity to 1e-6 and the contact region to 1e6 using CalculateFieldData. Once all of the conductivity values are set, pipe the field into BuildFEMatrix. 
Solving the Forward Problem NOTE:
The output of ApplyFEMVoltageSource gives the stiffness matrix on port 1 and the right-hand side matrix on port 2. These are the two components needed to solve the system of equations. 1. Pipe the two outputs of ApplyFEMVoltageSource into SolveLinearSystem. Select the Conjugate Gradient solving method and Jacobi as the preconditioner. The output of this module is the solution matrix, the voltage value at each node in the tetrahedral mesh. 2. Use SetFieldData to place the voltage solution matrix onto the tetrahedral mesh for a 3D representation of voltage distribution.
Isosurface Visualization
1. Pipe the result of SetFieldData into ExtractSimpleIsosurface. Open the UI to the Quantity tab and set the number of evenly-spaced isovalues to 10. 2. Use a ShowField module and connect it to the ViewScene module to display the Isosurfaces as transparent with a rainbow color map scaled to the min and max of the voltage solution. Figure 1 demonstrates the ability to simulate and compare fiber activation predictions across multiple electrode positions. Generation of fiber tracts from the diffusion imaging was not demonstrated in this protocol, but this analysis can be performed with any deterministic tractography method. Position 2 predicts a more robust activation of the target fiber bundle at lower stimulation amplitudes across all contacts compared to position 1. This analysis is used during the planning stages of DBS surgery to determine the electrode trajectory that will effectively stimulate the target fiber pathway.
A novel feature of this system is the ability to quickly switch the electrode geometry in the model and the ability to simulate multiple leads in close proximity to one another. Both of these approaches are used to provide greater control over the shape and steering of the electric field around the electrode. Figure 2 illustrates the comparison of fiber activation predictions between an axisymmetric and a directional DBS lead while investigating lead locations to stimulate central thalamic fiber pathways and avoiding nearby areas such as the sensory nuclei. For the same electrode trajectory, we can see that the directional lead is able to steer fiber activation towards the target region while avoiding the stimulation of undesirable fibers. This analysis can be used to determine when it would be necessary to change the device the patient would receive for DBS therapy to avoid stimulation of nearby regions that would induce unwanted side effects. This approach is useful for targeting the subthalamic nucleus to treat the symptoms of Parkinson's disease, while avoiding the nearby internal capsule. 
Discussion
This protocol has demonstrated techniques to reduce the time burden and computational cost of building patient specific models for DBS to a degree that allows near real-time feedback of simulation results. Rapid feedback enables the exploration of a large parameter space to better understand how parameter changes affect the model results. These parameters include lead location, choice of active contacts, and the amplitude, pulse width, and frequency of the stimulation waveform at those contacts. The key features of the proposed tool are: 1) A simple user interface to adjust the model parameters with near real-time visualization of how these parameters influence the simulation, and 2) Automation of model creation from a small set of inputs: the brain surface, brain tissue conductivity tensors, and a surface representation of the electrode geometry. This automation expedites the creation of patient-specific models for many individuals who have different brain geometries and tissue conductivities as well as evaluating the effects of inserting different electrode designs into existing models. The image pre-processing steps described in this protocol were not fully automated and can take up to a day of processing time. However, once completed the data generated from these steps are considered static, meaning this data is not modified during the simulations. The automation of model creation arises from the ability of the system to apply this data to the patient-specific FEM without manual effort. The SCIRun network to perform all of the model generation, simulation, visualization steps only needs to be built once. Therefore, only the image pre-processing steps need to be performed again to generate a patient-specific model for an incoming patient.
The performance gain in generating results from the modeling pipeline is due to the integration of mesh generation, bioelectric field calculations, and visualization of the solution into a single software environment. Existing modeling techniques such as adaptive mesh generation were used to create higher mesh density around the electrode and lower density farther from the electrode which reduces the time to build and solve the FEM. The software, SCIRun, also enables automation of the mesh generation and bioelectric field calculations. User-defined movement of the electrode using the interactive widgets triggers the construction of a new mesh with the updated electrode position. This includes modifying the boundary conditions and conductivity values for the new electrode position.
The electrode geometry is treated as a free-moving object inside of the brain volume before its position is integrated into the FEM. A key implication of this approach for mesh construction is that multiple electrodes can easily be inserted into the model. For example, a second copy of the electrode geometry can be placed several millimeters away and both will be included in the FEM. In recent research, two electrodes have been implanted in close proximity to treat multiple sclerosis tremor 13 and have been used in non-human primate experiments to explore effective stimulation targets 21 . The benefit of using multiple electrodes is to provide better control of the electric field generated in the tissue over a larger area. Stimulating with active contacts on both electrodes can steer current towards the target region and away from regions that would lead to negative side effects. Finer control of stimulation over a larger area is also useful to explore different stimulation locations when the exact location of the intended target is unknown, as is the case with many of the emerging therapy applications of DBS. However, determining the parameters to achieve therapeutic stimulation is more challenging than a single electrode due to the increase in an already large parameter space.
We envision that this interactive modeling tool could provide benefit during pre-operative planning for DBS implantation. Feedback about the extent of stimulation in the brain tissue can allow surgeons to modify the electrode location in their surgical plan to provide therapeutic stimulation to the target region. While DBS therapy was the primary motivating factor for developing this tool, the techniques presented in this paper can be applied to any FEM bioelectric field model with different stimulation or recording paradigms. Stimulation therapies such as transcranial direct current stimulation for depression 22 or the use of depth electrodes for the treatment of epilepsy 23 share the same challenges as DBS in determining the best location of stimulation to achieve therapeutic results. Electrocorticography, a recording technique with arrays of electrodes on the surface of the brain to identify seizure onset regions, has the challenge of determining where to place the electrodes to record from target regions in the brain 24 . All of these applications are dependent on electrode position while dealing with the uncertainty of how current flows through the brain tissue. The techniques presented in this paper reduce the burden of generating and using computational models while providing meaningful feedback to researchers and clinicians using these devices who are not modeling experts.
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